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Biofilm in dental unit water lines

Biofilm is an accumulation of different bacteria in a 
protective matrix of extracellular polymer substances 
(EPS). They are organized, structured and communica-
tive. These microorganisms live in complex organisa-
tions, so-called biofilms.

Biofilm and inorganic residues in dental units lead to 
microbial contamination, blockages, low water flow and 
bad smell as well as appearance of particles in the tum-
bler filler. 

The degree of contamination in the water lines of your 
dental unit can be monitored with the Biotest from 
ALPRO. This semi-quantitative test is easy to use and 
easily evaluated. Thus you can monitor the quality of 
your treatment water at any time. 

With the Biofilm-Removing-System from ALPRO biofilm 
in dental units can be removed safely without blo-
ckages. The subsequent application of Alpron for the 
short-term disinfection and the disinfectant Bilpron for 
idle time disinfection of the dental unit water lines  
ensures that biofilm cannot form again. The application 
of Alpron and Bilpron brings the level of your treatment 
water to the highest standards. 

 

Security advice

Please read these instructions carefully before starting 
the biofilm removal and use of Alpron / Bilpron. Please 
also note the Material Safety Data Sheets of the pro-
ducts which we will gladly provide. 
For your own safety you should make sure to always 
wear appropriate protective clothing such as gloves, 
masks and goggles. In addition, you should always  
ensure sufficient ventilation of the working area.

Dental unit water line before biofilm  
removing.

Dental unit water line after biofilm  
removing.

The AWMF (Association of the 
Scientific Medical Societies) 
guidelines provide practical 
help for the implementation of 
the requirements of the KRIN-
KO (German Commission for 
Hospital Hygiene and Infection 
Prevention at the Robert Koch 
Institute) - also in matters of 
treatment water.
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	 Achieve treatment water according to Drinking Water Ordinance 	
	 in five steps

Step 1 - Dip slide

Monitoring of the microbial load with Biotest from ALPRO. 
Instructions on page 6.

Step 2 - Biofilm removal

Removal of biofilm with the Biofilm-Remover-Set (BRS) from ALPRO by 
following the instructions on page 8. This requires approximately two 
hours of work per treatment unit.

Step 3 - Decontamination system

Dental units without disinfection system or Bottle System should now 
be equipped with one. Suitable for this purpose is the Bottle Care 
System (BCS) from ALPRO for the independent water supply of medi-
cal and dental treatment units. The BCS can be operated with Bilpron 
while Alpron can be added continously to condition the treatment 
water.

Step 4 - Intensive decontamination

According to the manufacturer‘s instruction of your dental unit an 
intensive disinfection with Bilpron should be carried out at regular in-
tervals. Bilpron should be used once or twice a week by the weekend-
method or for holiday periods. 
For the conditioning / decontamination of treatment water we recom-
mend the use of 1 % Alpron in the treatment water.

Step 5 - Monitoring

A regular monitoring of the hygienic status of the treatment water is 
to be carried out according to the Drinking Water Ordinance. A qua-
litative monitoring once a year is recommended. All results must be 
recorded. 
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Application Biotest

For the monitoring of treat-
ment water fill a tumbler with 
a proportional mix of water 
from the water lines, e. g. of 
turbines, contra-angles, hand 
pieces and tumbler filler.

Dip the gel culture medium of 
the dip slide into the liquid to 
be examined for at least 10 
seconds, so that both sides 
are sufficiently wetted. 

Close the tube tightly. Label the tube and the evalua-
tion sheet.

You can carry out the evaluati-
on yourself.

Incubation
The evaluation is made after 24 hours in the incubator at 35 – 40°C 
respectively three to five days at ambient temperature.

Just before use turn the dip 
slide counterclockwise and 
remove it from the tube. 

Put the slide back into the 
tube.
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Evaluation Biotest

Due to the European Directive EN 1717 regarding medical devices also treatment water units have to 
meet the microbial requirements of the Drinking Water Ordinance. The limit value is 100 colony forming 
units per ml (CFU/ml).

The comparison of the following illustrations gives an indication about the level of contamination of the 
tested surface or liquid.

The microbial count of liquids is measured in CFU per ml.

The microbial count on surfaces is measured in CFU per cm2.

              approx. 102 CFU*	          approx. 103 CFU	    approx. 104 CFU	        approx. ≥ 105 CFU

              * Limit value according to the German Drinking Water Ordinance.

   
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Application Biofilm-Removing-System

The Biofilm-Removing-Set (BRS) provides basic cleaning (removal of biofilm) of dental unit water lines 
before using Alpron / Bilpron.
The Biofilm-Removing-Set (BRS) consists of the two individual products BRS PreCleaner and 
BRS Remover.

Note: We recommend that you read through these instructions carefully. If you have any questions or 
concerns please contact your Henry Schein Territory Manager who will be able to assist you.

Step 1 - Preparation of materials						      Completed

For the biofilm removal and the use of Alpron / Bilpron you need the 
following materials:
•	 1 bottle Alpron 
•	 1 bottle Bilpron
•	 1 sachet BRS PreCleaner
•	 1 BRS Remover
•	 1 mixing cup
•	 1 dip slide

Step 2 - Dip slide								        Completed

To check if a biofilm removal is necessary, you should first carry out a 
dip slide test.

The instructions can be found on pages 6 and 7.

Step 3 - Preparation		 						      Completed

Remove all hand pieces and contra-angles, scalers, multifunction 
syringes etc. completely, in order to prevent blockage of the water 
lines in these instruments during the cleaning process. 
In addition the water inlet filter and surface filters have to be removed. 
They should be replaced by new filters after the biofilm removing (be-
fore the application of Alpron / Bilpron).



9

Step 4 - Pre-cleaning		  					     Completed

Mix one sachet of BRS PreCleaner (red granulate) with 2 litres of 
warm water (approx. 50 °C) until you get a clear red solution. Pour the 
solution into your treatment water bottle systems. Run the solution 
through the dental unit water lines until it comes out of the instru-
ment lines and then leave for 15 minutes.

For flushing the whole dental unit water lines pull the instrument  
tubes and press the foot switch resp. press the buttons of the  
tumbler filler and spittoon bowl rinsing on the key panel. Continue the 
intermittent flushing until the reddish rinsing solution comes out clear 
and without any residues. 

 

Step 5 - Main cleaning		  					     Completed

Dissolve the contents of the BRS Remover (coloured blue) in 2 litres 
of hot water, approx. 50 °C – 60 °C and stir. Fill the solution (colou-
red blue) intermittently into the dental unit water lines (rinsing time 
for each instrument tube 1 minute) as described in step 4. As soon 
as the blue coloured solution comes out of all tube ends, the tumbler 
filler and the spittoon bowl without any residues* stop the process 
and let the solution take effect.

Contact time of the solution: according to the degree of contaminati-
on 5 – max. 20 minutes.

*If there are still visible residues coming out with the final flushing 
of the blue solution, repeat the cleaning with BRS Remover until the 
remover solution comes out of the instrument tubes and the tumbler 
filler without any residues.

Step 6 - Rinsing		  						      Completed

After the contact time fill the bottle system with drinking water and  
thoroughly rinse clear all instrument tubes including the tumbler filler 
(for 2 - 3 minutes) with drinking water.
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Step 7 - Disinfection		  					     Completed

Fill the bottle system with Bilpron. Start the flushing with the disinfec-
tion solution Bilpron according to the instruction manual. 
Operate all instrument tubes until Bilpron comes visibly out of the 
tube ends and the tumbler filler.

Contact time: Let the ready for use solution Bilpron take effect for 
at least 12 hours. The best results are achieved with a contact time 
overnight, respectively over the weekend or during holiday periods. 

Note: Only Bilpron is suitable for the long term disinfection / preser-
vation (more than 4 days) of the dental unit water lines. 

After the contact time simply rinse with drinking water or with Alpron 
1 %, diluted with drinking water.

Step 8 - Adjustment of settings		  				    Completed

Now all waterlines have been cleaned and decontaminated. For the 
treatment of patients we recommend conditioning the treatment  
water using a Bottle Care System (BCS, e. g. with 1 % Alpron).

Alpron concentrate 10 mL on 990 mL water

Remarks:
We recommend carrying out an intensive decontamination with  
Bilpron (e. g. over the weekend, respectively in holiday periods). This 
has to be carried out in any case once or twice a week (at least  
overnight).

Biofilm Removal & Alpron System Reference Manual12

Frequently Asked Questions

To make the mixing of the 1% Alpron Sultion easier we have included a conversion chart showing how much 
neat Alpron is required for a given amount of mixed solution. 

Target Ammount of Mixed Solution (Ltr) 0.5 0.75 1.0 2.0 5.0

Amount of Neat Alpron Required (ml) 5 7.5 10 20 50

Amount of Water Required 495ml 742.5ml 990ml 1.98 Ltr 4.95 Ltr

To mix the solution up you will need the following items:

n	1 Ltr Alpron Concentrate
n	Water - Preferably Distilled, but Tap will work
n	5Ltr Storage Canister (or Alternative Size Storage Canister)
n	2 Ltr Measuring Jug
n	Funnel

Measure out the correct amount of Alpron concentrate using the 
measuring cap from the bottle. Remember to place the cap on a 
solid flat surface and measure accurately, inaccuracy can lead to re-
contamination. 

Pour the Alpron into your storage canister and use the 2 Ltr measuring 
jug to accurate measure our the right amount of water before pouring 
into the storage canister.

Do I Need to Repeat the Biofilm Removal Stage?

Do I Use Alpron Everyday?

When Do I Use The Dipslides?

Answer: No, under normal conditions you will need to use the Biofilm 
removal kit once providing an accurately measured 1% Alpron solution 
is used in the lines AT ALL TIMES.

Answer: Yes, you use Alpron on a continuous basis in the clean water 
bottle fitted to the chair.

Answer: You use the Dipslides in the kit to check the condition of your 
units water before and after cleaning. Thereafter you need to audit 
each unit every three months to ensure compliance.

Will it Harm my Patients? Answer: No, the Alpron solution is physiologically harmless.

Will it Effect my Clinical Work? Answer: No, Alpron has been used in Dentistry since 1995 with no 
reported cases of any interference to any Clinical Work.

Mixing a 1% Alpron Solution

Biofilm Removal & Alpron System Reference Manual10

Decontaminate and Disinfect the Physical water bottle using BC-SAN 100 to 
ensure theres no recontamination from the bottle itself.

n	Take the 100ml Bottle of BC-SAN 100 and dispense a little of the neat   
 solution on a clean paper towel.
n	Wipe the external surfaces of the bottle, paying particular attention to   
 the neck and thread of the bottle.
n	Empty the remaining neat solution into the water bottle and fill with   
 hand hot water.
n	Leave for 5 minutes, unless heavily contaminated and stained in which   
 case leave over night to allow the solution to disinfect and bleach the   
 bottle.
n	Empty the solution from the bottle and rinse with distilled water.
n	Repeat this process every three months.

Tick When Complete

Mix up the Alpron Maintenance Solution at a 1% Concentration.

n	Using the Alpron Measuring Cap add 50ml to the 5 Ltr Storage Canister. 
n	Fill the canister to the 5 Ltr mark with Distilled Water (if Available) or Tap  
 Water.
n	Label the Canister with the Date the Mixture was made. 
 We recommend only making enough Alpron for a weeks use.
 Ensure you rinse the container thoroughly before refilling with fresh   
 Alpron.
n	Fill the clean water bottle using the mixed Alpron solution.
n	Operate the equipment until half of the bottles contents have passed   
 through the unit. Include the tumbler filler if this is connected to the unit.  
 This will remove any residual chemical.

Your Chair is now ready for use. Reattach all filters and hand piceces. 
Remember to conduct your Post treatment dipslide test after using the Alpron 
for 7 Days. Fill in the Dipslide due date below to help you remember

Remember: DO NOT EMPTY YOUR BOTTLE AT NIGHT OR AT WEEKENDS. LEAVE 
DILUTED ALPRON IN THE SYSTEM CONTINUOUSLY. HTM01-05 SATES ... “FOLLOW 

THE MANUFACTURERS INSTRUCTIONS” 

Tick When Complete

Date Dipslide Due

Each morning prior to treatment ensure you have fresh Alpron in the system:

n	Flush each line for 30 Seconds to refresh the Alpron solution in the   
 system. Always flush between patients for 15 seconds, this is to   
 ensure no oral bacteria is transfered between patients as anti-retraction  
 valves have been shown to fail on a regular basis, so should be checked   
 every month.

Step 6 - Disinfection of the Clean Water Bottle

Step 7 - Mixing the Alpron Solution

Step 8 - Morning Surgery Preparation



11

Order codes

Biotest
Dip slide for the semi-quantitative monitoring of the 
microbial load of water and surfaces.
REF BI1-3079	
 

Alpron
Liquid concentrate for the decontamination and dis-
infection for an optimal hygiene of treatment water in 
treatment water lines in medical and dental treatment 
units with and without dosing device.
REF BI1-3184	 1 Ltr. Alpron

Bilpron
For the decontamination, cleaning and inhibition of 
biofilm formation in treatment water lines in medical 
and dental treatment units.
REF BI1-3181	 1 Ltr. Bilpron
REF BI1-3179	 Bilpron StarterSet Planmeca 
	 (1 Ltr. Bilpron, 1 x BRS-PreCleaner,  
	 1 x BRS-Remover, especially for  
	 Planmeca-units) 

Bottle Care System (BCS)
Treatment water system for the independent water 
supply to medical and dental treatment units accor-
ding to EN 1717 / DIN 1988-100. Provides intensive 
decontamination and removal of biofilm in water lines.
REF BI1-8750	 Installation set BCS

Reciprocating plunger type pump
For the injection of the products BRS, Alpron and  
Bilpron.
REF 8591	 Reciprocating plunger type pump
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Manufacturer:

Distributor:

Biodegree Pty. Ltd.
2/359 Alfred Street North • Neutral Bay 

NSW 2089 2089• Australia
info@biodegree.com.au  
www.biodegree.com.au


